Alcotest 7110 Calibration Record

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031

Location: STAFFORD TOWNSHIP P.D.

Calibration File No.: 01494 Calib. Date: 05/15/2019 Calib. No.: 00034

Certification File No.: 01449 Cert. Date: 11/19/2018 Cert. No.: 00028

Linearity File No.: 01450 Lin. Date:  11/19/2018 Lin. No.: 00028

Solution File No.: 01491 Soln. Date: 05/11/2019 Soln. No.: 00212

Sequential File No.: 01494 File Date:  05/15/2019

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUD S3-0015

Control Solution %:  0.100% Expires:  07/23/2020

Solution Control Lot: 18220 Bottle No.: 0654

Coordinator

Last Name: LUTZ Yq‘ First Name: DENNIS MI:J

Badge No.: 7045

fL)Mq ¥ | oS Date: 05/15/2019

il

Ha

Pursuant to law, and the "C}]emwal Breath Tesmag Regulduons“ N JLA.C413:51,Tam a duly
appointed Bredlh Teat Coordmator;’lustructor In “my official capacity, and’ consistent with
"Calibration C heck: Procedure for Alcotest 7110, as established by the Chief Forensic Scientist of
the Division of State.Police, T parform czdxbraimn checks' on approved instruments employing
infrared analysis and electrochemcal analysis, whcn utlllzed in a single approved instrument as a
dual system of chemical breath testing. Pursuant to,and consistent with,'the current "Calibration
Check Procedure for Alcotest 7110, ”as cstabi:shed by the Chief Forensic Scientist, I performed a
Calibration Check on the appr oved mstru;ncnt identified ‘onthis certificate. The results of my
Calibration Check are recorded on'this. cg:l:;ﬂﬁcate which.consistsoftwo parts on two pages: Part
I - Control Tests; and Part IT - Linearity Tests: - cemfy that the foregoing statements made by me
are true. I am aware that if any of thj: fogegomb statements madc by me are wilfully false, I am
subject to punishment.



Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01494 Calib. Date: 05/15/2019 Calib. No.: 00034
Certification File No.: 01495 Cert. Date: 05/15/2019 Cert. No.: 00029
Linearity File No.: 01450 Lin. Date: 11/19/2018 Lin. No.: 00028
Solution File No.: 01491 Soln. Date: 05/11/2019 Soln. No.: 00212
Sequential File No.: 01495 File Date:  05/15/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUD S3-0015
Control Solution %:  0.100% Expires:  07/23/2020
Solution Control Lot: 18220 Bottle No.: 0654
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:51D
Control 1 EC 0.099% 08:51D 34.0°C *kx TEST PASSED *#%
Control 1 IR 0.100% 08:51D 34.0°C *kx TEST PASSED %%
Ambient Air Blank 0.000% 08:52D
Control 2 EC 0.099% 08:53D 34.0°C #kk TEST PASSED *%*
Control 2 IR 0.099% 08:53D 34.0°C #kk TEST PASSED *%x*
Ambient Air Blank 0.000% 08:53D
Control 3 EC 0.099% 08:54D 34.0°C *¥k TEST PASSED %%
Control 3 IR 0.098% 08:54D 34.0°C #kk TEST PASSED k%

Ambient Air Blank 0.000% 08:55D

All tests within acecpiable tolerance.

Coordinator
Last Name: LUTZ

Signature:
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First'Nathé: DENNIS 2 MI: J
: . Badge No.: 7045 /
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Pursuant t6 law, and the "Chumcal Brea{h Teatngcgulatmm NI A. C 13: 51,Tamaduly
appointed Breath Test Comdmatar{gmtruqtur In.my official eapacity,7and consistent with
"Calibration Check Procedure for Alcotest 7110," as established by the Chief Forensic Scientist of
the Division of State Police, I perform ca,L:b;atmn checks on approved instruments employing
infrared analysis and eleclrochemna] anal yszs when utlhzcd in a single approved instrument as a
dual system of chemical breath tcstmg Pursuant to, and consistent with, the current "Calibration
Check Procedure for Alcotest 7110, a8 estabhshed %y the Chief Forerisic Scientist, I performed a
Calibration Check on the approvud mstrumcut 1den’gﬁcd on this certificate. The results of my
Calibration Check are recorded on this certificate; which consists of two parts on two pages: Part
I - Control Tests; and Part I - Llﬁeamy Tests. I tertify that the foregoing statements made by me
are true. I am aware that if any of'the fmeﬂomg qmtements made by me are wilfully false, I am
subject to punishment.
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Alcotest 7110 Calibration Certificate
Part II - Linearity Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01494 Calib. Date: 05/15/2019 Calib. No.: 00034
Certification File No.: 01495 Cert. Date: 05/15/2019 Cert. No.: 00029
Linearity File No.: 01496 Lin. Date:  05/15/2019 Lin. No.: 00029
Solution File No.: 01491 Soln. Date: 05/11/2019 Soln. No.: 00212
Sequential File No.: 01496 File Date:  05/15/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDSC $3-0001
Control Solution %:  0.040% Expires:  08/10/2019
Solution Control Lot: 17240 Bottle No.: 1181
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXC $3-0020
Control Solution %:  0.080% Expires:  08/06/2020
Solution Control Lot: 18250 Bottle No.: 1029
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDMK S3-0008
Control Solution %:  0.160% Expires:  08/21/2019
Solution Control Lot: 17260 Bottle No.: 0606
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:03D
Control 1 EC 0.041% 09:04D 34.0°C #iek TEST PASSED *#%
Control 1 IR 0.040% 09:04D 34.0°C #4k TEST PASSED %%
Ambient Air Blank 0.000% 09:05D
Control 2 EC 0.040% 09:06D 34.0°C *#k TEST PASSED *#%
Control 2 IR 0.040% 09:06D 34.0°C *¥k TEST PASSED #*%¥%*
Ambient Air Blank 0.000% 09:07D
Control 3 EC 0.081% 09:07D 34.0°C #¥kx TEST PASSED *3*
Control 3 IR 0.080% 09:07D 34.0°C **kx TEST PASSED ##¥%
Ambient Air Blank 0.000% 09:09D
Control 4 EC 0.080% 09:09D 34.0°C #kx TEST PASSED ##%
Control 4 IR 0.080% 09:09D 34.0°C **kk TEST PASSED **
Ambient Air Blank 0.000% 09:11D
Control 5 EC 0.159% 09:11D 34.0°C #4k TEST PASSED *#%
Control 5 IR 0.158% 09:11D 34.0°C #4k TEST PASSED *#*%
Ambient Air Blank 0.000% 09:13D
Control 6 EC 0.158% 09:13D 34.0°C *%k TEST PASSED *#*
Control 6 IR 0.158% 09:13D 34.0°C *¥kk TEST PASSED *#%
Ambient Air Blank 0.000% 09:15D

All tests within acceptable tolerance.

Coordinator
Last Name: LUTZ First Name: DENNIS MI:J
—_— 7 Badge No.: 7045
Signature: \ f:f J— “) oS~ Date: 05/15/2019
. )



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01494 Calib. Date: 05/15/2019 Calib. No.: 00034
Certification File No.: 01495 Cert. Date: 05/15/2019 Cert. No.: 00029
Linearity File No.: 01496 Lin. Date:  05/15/2019 Lin. No.: 00029
Solution File No.: 01497 Soln. Date: 05/15/2019 Soln. No.: 00213
Sequential File No.: 01497 File Date:  05/15/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUD S3-0015
Control Solution %:  0.100% Expires:  05/10/2020
Solution Control Lot: 18150 Bottle No.: 0403
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:19D
Control 1 EC 0.100% 10:20D 34.0°C *¥* TEST PASSED %
Control 1 IR 0.099% 10:20D 34.0°C *¥k TEST PASSED %%
Ambient Air Blank 0.000% 10:20D
Control 2 EC 0.099% 10:21D 34.0°C *kk TEST PASSED *%*
Control 2 IR 0.098% 10:21D 34.0°C #k*k TEST PASSED %
Ambient Air Blank 0.000% 10:22D
Control 3 EC 0.099% 10:22D 34.0°C *¥¥% TEST PASSED *k*
Control 3 IR 0.099% 10:22D 34.0°C **% TEST PASSED ¥
Ambient Air Blank 0.000% 10:23D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief F@ Scientist.
DL

INYAAN gl

Last Name: LUTZ First Name: DENNIS MI:J
=D Badge No.: 7045
¥

Temperature Probe Serial Number:

rJ 2048 Date: 05/15/2019

Signature:




Alcotest 7110 MKIII-C Calibration
NIST-Traceable Digital Thermometer Readings

Coordinator:

Tec T Voams L()ﬂr JodS

Name' Badge No.

Location:

6‘\“(‘{:0(4 \om”‘sL\ p p D AP’SA"OO?N

Agency ] s ' . Alt_:_utést Serial No, ]

|‘1I 459 w\ ot

Digital NIST Temperature Mcaqurm_g System Serl_al_.N_o. :

S
.|

Simulator CU-34 Time . _ 'I‘i'llne-".l['emp. v',‘I“e.mp. Reading on
Solution Slmulator ik - Simulators ) |- Reading = | NIST Traceable
Concentration “Serial No Started to Heat Rl thained Thermometer
0.04%  DVSCED-poe] 07 43\) loggup. | 34.0°c
0.08% wgcs’}s--agw' 6.3y |02 4D 34.0°¢
0.10%  PVUN-5% 0015 | 0743 b oS | 3v.0%C
016%  DVME-S- 0063 | 107 M3Y |28 95D | 3de T

Pursuant to law and the “Chemical Breath Testing Regulations” established at N.JLA.C. 13:51, T am a duly
appointed Breath Test Coordinator/Instructor. In my official capacity and consistent with the “Calibration Check
Procedure for Alcotest 7110” as established by the Chief Forensic Scientist of the Division of State Police, I perform
calibration checks on Alcotest 7110 MKIII-C instruments. Pursuant to and consistent with the current “Calibration
Check Procedure for Alcotest 71107, I performed a Calibration Check Procedure on the Alcotest 7110 MKII-C
instrument identified on this certificate, Pursuant to the current “Calibration Check Procedure for Alcotest 71107, 1
used the Digital NIST-traceable Temperature Measuring System identified on this certificate to confirm that the
temperatures of the 0.10%, 0.04%, 0.08%, and 0.16% Simulator Solutions used in the respective CU-34 Simulators
identified on this certificate, were 34.0 degrees Celsius = 0.2 degrees Celsius. [ hereby certify that 1 truthfully
recorded on this certificate the temperatures of each of the simulator solutions as shown on the Digital NIST-

traceable Temperature Measuring, System thermometer. I am aware that if any of the foregoing statements made by

me are willfully false, | sub]e‘t to punishment.
— T -
ler 7013 S-15-19
Coordinatbr’s Signature - Date

01/25/2019
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Drager
Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(FR. Vol 59 No. 249 12/19/94 Notices)

Draeger, Inc.

Model: ALCOTEST CU34 - |
2 Model: MARK IIA weriNunber

O Other; DD S3- )

2

Certification Date: Technician: Re-Certification Due Date:

Vid /5 4 /0 /20
SCOLEOPELOPNALOPEAOP OO ELO)DD

B Drager
rxw Simulator

Q

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)
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Draeger, inc.
Model: ALCOTEST CU34 Saral Number:
% Model: MARK IIA enal Fumber

O Other: DOXCS3 oo ‘{'

Certification Date: Technician: Re-Certification Due Date:
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Urager

Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifles that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers,

(F.R. Vol. 53 No. 249 12/19/94 Notices)

D

N

Draeger, Inc.
€ Model: ALCOTEST CU34 Serial Number:
O Model: MARK [IA ~
O Other: DM KS3-vns
Certification Date: Technician: Re-Certification Due Date:

19 OS5 [lgp - 20
O COPP ORI IO COPE®

Drager
| Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or sooner, according to your state's specifications.

For accurate temperature readings, the probe value on this certificate, noted below, must
be programmed into the Alcotest 7110.
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Serial Number Temp Probe: Certification Date: ~ Next Certification Due:

DOEEPR LD -1 -1/ 9
Probe Value:

/ /)’-rl | Draeger, Inc. 65
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Calibration complies with ISO/IEC
‘% 17025, ANSI/NCSL Z2540-1, and 9001
AiACe, T Cert. No.: 4000-10177843
Traceable® Certificate of Calibration for Digital Thermometer

Manufaclured for and distributed by : VWR Inlstnalional LLC Radnor Corporate Center, Bldg 1,Sle 200, 100 Malsonford Raad,Radnor,PA, 19087

Instrument Identification:

Model: 61220-601, SIN: 191959024 Manufacturer: Control Company
Standards/Equipment: ) '
Description Serial Number Due Date NIST Traceable Reference

Tempsrature Calibration Bath 93139

Thermlstor Module A17118 ’ 20 Apr 2019 1000424560

Thermistor Module ‘ A27129. 10 Jan 2020 1000436202
Temperature Calibration Bath A73332

Temperature Probe 3039 o 08 May 2019 6-B7F4L-20-1
Temperature Calibration Bath A79341 -

Temperature Probe s394 29 Jan 2020 B9124038
Temperature Calibration Bath B16388 '

Temperature Probe T s267 28 Jan 2020 B9124036

Certificate Information:
Techniclan: 104 Procedure: CAL-06 Cal Date: 13 Feb 2019 Cal Due Date: 13 Feb 2021
Test Conditions: 38.85%RH 24.21°C 1023mBar

Calibration Data: (New Instrument)

Unit(s) Nominal  AsFound  InTol Nominal  As Left In Tol Min Max +U TUR
°C N.A. N.A. -0.002 -0.002 Y -0.052 0.048 0.0087 >4:1
°c N.A. N.A. 24.999 25,001 Y 24.949 25,049 0.0087 >4:1
°C N.A. N.A, 50.001 50.001 Y 49.951 50.051 0.0087 >4:1
°C N.A. N.A. 100.003 98,999 Y 99.953 100.053 0.0087 >4:1

This certificate Indicates Traceability to standards provided by (NIST) National Institute of Standards and Technology and/or a National
Standards Laboratory.

A Tesl Uncertainly Ralio of at least 4:1 Is mainlalned unless olherwise stated and is calculatad using he exp i ot tainty. Lncertainty avaluation includes the inalrument under fast

and is caleulated In accordance with the 1SO "Guida (o e Expression of Uncertainly In Measuremant : (GLIM), The uncertainly represents an expanded uncertrinty using & covernge factor k=2 lo
pprexi @95 fid fevel, In o conditione aro haned on test rosulls falling within speoified Imits with no reduction by the uncertalnty of the The resulls Ined herein

sglale only Lo the tam calibrated, This coerfificate shall nal ba reproduced excepl in full, without wrilten approval of Gontral Company,

1=Standard's Reading:

M gi As Lal=Insliument's Ing; In Tal=In Tolarance; Min/Max=Accaplance Rangs; $U=Expanded Maasurement Uncerlainty; TUR=Test Uncartainty Ratlo;
Accuracy=(Mav-Min)/2; Min=As Left Nominal{Rounded) — Telaranca; Max= Ag Laft Nominal{Roundad) + Talerance;

St Z#W“f— | /gi,, /%AL

Nico| Rodriguez, Quality Managsr

Aamn Jugdice. Technical Monagus

Note :

Maintaining Accuracy:

In our opinion once alibrated your Digital Thermometar should maintaln its accuracy, There is no exact way lo delermine how long callbratlon will be maintalnad. Digital Thermameter change litile, if
any at all, but ¢an ba affected by aging, temperatura, shack, and contamination.

Recalibration:

For {actory callbration and re-ceriificalion Iracesble lo Natlonal Instllute of Standards and Technology contact Control Company.

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 4821714 Fax 281 482-9448 sales@control3.com www.contro{3.com

Conlro!l Company is an ISO/IEC 17025:2008 Callbration Laboratory Accradiled by (AZLA) American Assoclation for Labaoratary Acereditalion, Cerlificale No, 1750.01.
Conlral Campany in IS0 9001:2008 Quality Cartillad by DNV GL, Carlificate Mo, CERT-01805-2008-A0-HOU-RvA,
Internalionat Laboratary Accreditation Coaparation (ILAC) - Mullilateral Recngnition Arrangameant (MRA),

10f2 Tr: ble® Is a regislered Irad k of Canirol Company

® 2017 Control Company
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Calibration complies with ISO/IEC
3 Goeriorn) 17025, ANSI/NCSL Z540-1, and 9001
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Cert. No.: 4000-10177843
Traceable® Certificate of Calibration for Digital Thermometer

CONTROL COMPANY 12554 Galveston RD Suite B230 Wehster TX USA 77598
Phone 281 482-1714 Fax 281 482-9448 sales@control3.com www.control3.com
Cantrol Company is an ISOAEC 17025:2005 Calibratinn Lat | by {AZLA) A

¥ Assoclalion for Labaralory Accretitation, Cerificate No, 1750,01.
Gontrol Company s 150 8001:2008 Quality Cerified by DNV GL, Cerlliicala Ma. CERT-01805-2006-AQ-HOL-RvA.
Intamnational Laboratory Aecreditalion Cooperation (ILAC) - Multllateral Recognlilon Arvangement {(MRA).

n s

20t2 Traceable® Is a registered trademark of Control Company

© 2017 Conlrol Company
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State of Neto Jevsey

OFFICE OF THE ATTORNEY GENERAI,

P D, MuRPHY DEPARTMENT OF LAW AND PUBLIC SARETY GURBIR 8, GREWA!,
Goveinor DIVISION OF STATE PQLICE Attarney Qenayal
oYt ORRICR BOX 7068
SHEILA Y, OLIVER WesT TrRENTON, NJ 0B625-0068 PATRICK J. CALLAHAN
e, Goveenor {609) 882-2000 Colonet
CERTIFICATION OF ANALYSIS

0.10 PERCENT BREATH ALCOHOL SIMULATOR SQLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL'SIMULATO_R SOLUTION: Bthyl alcohol
coneentration within, butnot exceeding, the range of 0,1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Ine, -ANALYSIS DATE: 07/31/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 1 8220

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
amean cthyl alcohol concentration range of 9.1210 to 0.1233 grams per 100 milliliters of solution.

This lot. of reath alcohol simulator solution may: be ufilized as a known traceable standard for the purpose of
condycting periodic fests, pursuant to NJ.A.C, 13:51-4.3; of approved breath test instruments (N.J.A.C. 13:51-3,5)
utilized by taw enforcement agencies in this State, ‘The manufacturer’s expivation date for this lot of breath aleoliol
simulator solution is July 23, 2020,

As Research Scientist for the Division of State Police, I hereby ceitify and attest that the tests und results
documented in this Certificate of Analysis were performed at'the Office-of Forensic Sciences of the Division of
State Police on properly functioning and calibrated instuments and equipment. All procedures ufilized are accurate,
objectlve;, and performed on a routine basis by pexsentiel within the Office of Forensic Sciences, in accordance with
their professional duties and responsibilities,

// J/"
LA :
d?ﬁ‘l’f M., Alaowie, Ph.D, e

Research Scientist
NISP Office of Forensic Sciences

\
_Sworn to and subscribed before me this | st day ofr@r Ll!'L.L.Q"{“ ,2018.
YN0 e &Y NI b7 )
Notaky IT

MARY ELIZABETH MCLAUGHLIN
1D # 2062190 :
NOTARY PUBLIC
STATE OF NEW JERSEY ’
My Commission Expiras Dec, 24, 2018
LI y HONO
“Un Internndonntly Accredited Agency”

N Bt & A Fgind ppiiciuitte Fniplober o%‘ f
Hebvtnend uldtw_uﬂw'mu-rumlﬂn_]ml'ﬁ-
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State of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER S. PORRINO
Governor DIVISION OF STATE POLICE Atorney General
POST OFFICE BOX 7068
KM GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R. FUENTES
Li. Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.0469 to 0.0499 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Ine, ANALYSIS DATE: 08/29/2017
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17240

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.0483 to 0.0489 grams per 100 milliliters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is August 10, 2019.

As Research Scientist for the Division of State Police, 1 hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized ave accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

P AR & e
¢ Ali M. Alaouie, Ph.D,
Research Scientist
NISP Office of Forensic Sciences

Sworn to and subscribed before me this 30" day of &LQS&L h-ﬁ:t , 2017,

MARY ELIZABETH MCLAUGHLIN
1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Expires Dec. 24, 2018

"An Internationally Accredited Agency" Ll

Newe dersey Iy An Egual Oppornaity Employer
Pefuaed on Recyvled Paper anid Recyelable

R
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Btate of N ey Joruey

OFFICE OF THE ATTORNEY GENERAL

PRILE D, MURPVHY DEPARTMENT Of LAW AND PURLIC SAFETY GURBIR S GREWAL
Gavernor DIVISION OF STATE POLICE Attorney Generaf
POt OFFIcE Box Y06K
SHBILA Y, OLIVER WeST TRENTON, NJ 08628-0068 PATRICK 1. CALLAHAN
Lt. Governor {6093 882:2000 Colonel

CERTIFICATION OF ANALYSIS
0,080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Etliyl alcohol
concentration within, but not exceeding, the range of 0.0939 to 0,0997 grams per 100 millilifers of solution.

MANUFACTURER: Dracger Safely, Ine. ANALYSIS DATE: 08/30/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18250

Represeitative samples of the above-referenced Lot Nurber were tested by Gas Chromatogvaphy and foumd to have
a mean ethyl aleohol concentration range of 8.0976 to 0.0987 grams per 100 milliliters of solutien.

This lot of breath alcohol simulator solution may be utilized as 4 known traceable:standard for the purpose of
condueting periodic tests, pursuant to N.J.A.C. £3:51-4,3, of approved breath test.instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The fianufacturer’s expiration date for this lof of breath alcohol
simutator solution is Anpust 06, 2020,

As Assistant Chief Forensic Scientist for the Division of State Rolice, I hereby certify and aftest that.the tests and
resuilts dooumented in this Certificate of Analysis were perforimed at the Office of Forensic Scisnces of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on o routine basis by personnel within the-Office of Forensic Sciences, in
accordance with their professional duties and vesponsibilities.

,&.L..Ic.af-—fa-(_-f_ ) """"""'-L(?"
Michiel Kennedy

Assistant: Chief Forensie Scientist
NISP Office of Forensic Sclences

Swam to and aiiubs:,rlha?i bef;rc me thxs Hf ?\day of Q (‘ﬂ'f?!j}\lg)@p_,, 2018,

Notary
MAH‘( ELIZABETH MCLAUGHLIN
 NOTARY PUsRe
STATE OF NEW JERSEY

My Commission Expires Dec, 24, 2018

. HONOR
“Au mwevnarionally Aceredited Agency”'

Fifvitvd ene Secyefod e nnef Recychehle

2,
Nowersey o B {ppormmine Epluyer %. @




State of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER S, PORRING
Governor DIVISION OTF STATE POLICE Attorney General
PoST OFFICE BOX 7068
KiM GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEI JOSEPH R, FUENTES
Lt. Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1878 to 0,1994 grams per 100 milliliters of solution.

MANUFACTURER: Dracger Safety, Inc. ANALYSIS DATE: 09/12/2017

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17260

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethy! alcohol
concentration range of 0.1937 to 0.1957 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is August 21, 2019,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

i //
£ ’f':. BV, -
Ali M. Alaouie, Ph,D.
Research Scientist
NISP Office of Forensic Sciences
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State of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D. MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR S. GREWAL
Governor DIVISION OF STATE POLICE Attorney General
PosT QerIcE Box 7068
SHEILA Y. OLIVER WEST TRENTON, NJ 08628-0068 PATRICK J, CALLAHAN
Li. Governor (609) 882-2000 Colonet

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER; Draeger Safety, Inc, ANALYSIS DATE: 05/242018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18150

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethy! alcohol concentration range of 0.1212 to 0.1239 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is May 10, 2020.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results
documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of
State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are accurate,
objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with

their professiomnial duties and responsibilities.
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“Ali M. Alaouie, Ph.D.
Research Scientist

NJSP Office of Forensic Sciences
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Breath Test Coordinator/Instructor

IS QUALTFIED AND COMPETENT TO CONDUCT CHEMICAL BREATH ANALYSES PUSUANT TO CHAPTER 142 OF
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Alcotest® 7110 MKIII-C
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 MKIII-C has been tested for accuracy and found to be in compliance
with the National Highway Traffic Safety Administration Standard for evidential breath testing devices.
The Alcotest MKII-C Is compliant as a “mobile* and "nontmobile” EBT with 49 FR 48854, 49 FR 48864 and 58 FR 48705,
The manufacturer recommends accuracy verification of this instrument within 12 months
of the ealibration: date bélow, or sconer, according to your State Specifications.

Certification Date: SERIAL NUMBER:

RN PRI -003)
Draeger Safety Diagnostics, Inc. F)Q
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Simulator
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CERTIFICATE OF ACCURACY
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This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)
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Draeger, Inc.
& Model: ALCOTEST CU34 : ber:
O Madel: MARK IIA ool aber
O Other; L DLXBS)}—OD/Q
Certification Date: Technician: Re-Certification Due Date:
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Alcotest 7110 Temperature Probe

S

O

CERTIFICATE OF ACCURACY

O

with instrumentation that is traceable to the National Institute of Standards and Technology (NIST).

X

X0

This is to certify that the Aicotest 7110 Temperature Probe has been tested for accuracy with

(O

The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or sooner, according to your state's specifications.
For accurate temperature readings, the prohe value on this certificate, noted below, must
be programmed into the Alcotest 7110.
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®

Serial Number Temp Probe: Certification Date; :  Next Certification Due:
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Probe Value:
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